. MISSOURI DEPARTIMENT OF HEALTH AND SENIOR SERVICES .
&7\ STATE PUBLIC HEALTH LABORATORY

Compiete this report t the ime of the reguiar monthly preventive maintenance check not t0 exceed 35
mmmmmmsmwwwmaémmﬁl
Retain the original and send a copy within 15 days to the Breath Alcoho! Program, DHSS.

DATAMSTER SN NAME OF AGENCY DATE OF,
209073 | e P 3/302rd

OF RISTRUMENT (STREET AND CITY) TIE OF NSPECTION
ﬂ?w CO,_OAL Ao S, l)af Lueeaco o gF a2
ﬂmsrmoeammmmwmnanimmemmwmmmm(wmeinobsew
where determined.) Unmarked Rems must be corecied before using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) mmammmuimjfn/ﬂ/

EcomeuTer Coerecton
Eerocrav [HfiTers

RECEIVED

By Carol Day at 9:36 am, Apr 10, 2014

[IFEATERS SAMPLE GHAMBER 5 © c  [GUARTZ STANDARD |

Elriow beTecToR | KcaLBRANON
}Eﬁmmau&n's
'Mmsmmmmﬁ’uf# _£4£s LOT# (3250  ©xp DATE/0/ V6 fos
‘mmnm(wctozc) 3408 “C SIMULATOR SN (6 75"~ EXP. DATEE/2/1/

’B@mmm-mvmsmmsmasmmmmmn

&mmmmawmummmmmmamwmmmmﬁwo
V%MM»MWWMMWAWAM}
0.

100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
Damsmao-mmmo.omma 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

st , 098 TEST29 ) g TEST3w 09;?

\[TH#ERFORM R.FL TEST (PRINTOUT ATTAGHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANGE REPORT
(DO NOT RCLUDE SELF-ADMINISTERED TESTS) ‘

REFUSALS 09 N2V 4 leos.o9) (-10-14) {15-.19) OVER .19

MlCHAEC D My e ie
TELEPHONE NUMBER

K7 BRSSP R

RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast Disirict
2875 James Bivd,



dayc
Received


> GUTH LABORATORIES, INC.

' _B30NORTH 676 STREET © HARRISBURG, PA 7441- 4511 © YELEPHOME: T47.550.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on October 18, 2013, using a Perkin Elmer Gas
Chromstograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.,

When used in a calibrated Simulator, operating at
- -34°C- +/- ,2°C, -this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this: solution were
free of test interfering substances.

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FNI22211-92 whose

values are traceable to NIST.,
All balances are caltbrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.




STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE I

MICHAEL D MURRILL

is hereby authorized to instruct and supsrvise operators, train instructors, inspect, calibrate, perform field service and repairs,
and operate the following breath analyzer(s):

DATAMASTER, INTOX DMT

for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections

577.020 through 577.041, RSMo and 308.111 through 308.119 RSMo. )
——y
Laga '/\’S’d:_*\

DATE ___3/712014 il
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

e 24 B0 Vuokel0-p

EXPIRES 3/7/2016
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES
MO 680-0771 (6-10) LAB-4 (R6-10)

STATE OF MISSOUR|
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALGOHOL PROGRAM

= INSTRUMENT OPERATOR CARD

The named cardholder Is suthorized to operate an evidential breath sicohol
Iinstrumant for the determination of the slcofiolic content In bresth form of oxpirad al]

I |

Operator  MURRILL, MICHAEL
Permit No 240065
Date Issued 3/7/2014  Date Explires 3/7/2016
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‘ Operator Signature
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